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Virus Isolation by using Hydroxyapatite(HA) Chromatography
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2. Concept Virus Isolation by using On-chip Hydroxyapatite Chromatography
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1. Introduce NDV(Newcastle Disease Virus) and 5 %
FBS (Fetal bovine serum) suspension

2. Introduce 500 mM KCl to elute FBS proteins
3. Introduce1 M PB (Phosphate buffer) to elute NDV
4. Hemagglutination Reaction

3. Experiment & Result NDV+5 % FBS
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4. Conclusions

1. HA chromatography was carried out in a microfluidic chip.
2. NDVs were successfully isolated from the suspension  containing 5 % FBS by HA chromatography and therefore sensitivity of 

virus detection was improved. 
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